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NATIONAL FOREWORD 

This Indian Standard (Part 1) which is identical with ISO 9110-1:1990 'Hydraulic fluid power — 
Measurement techniques — Part 1: General measurement principles' Issued by the International 
Organization for Standardization (ISO) was adopted by the Bureau of Indian Standards on the 
recommendation of the Basic Fluid Power Sectional Committee and approval of the Basic and Production 
Engineering Division Council. 

In hydraulic fluid power systems, power is transmitted and controlled through a liquid under pressure 
within an enclosed circuit. This standard relates to general principles for the measurement of 
performance parameters of hydraulic fluid power components under static or steady-state conditions. 

The text of the ISO Standard has been approved as suitable for publication as Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. Attention 
is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker in the International Standard while in Indian 
Standards, the current practice is to use a point (.) as the decimal marker. 
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1 Scope 

This part of ISO 9110 establishes general principles 
for the measurement of performance parameters 
under static or steady-state conditions. 

It gives guidance on the sources and magnitudes of 
errors to be expected in the calibration of and 
measurements using hydraulic fluid power com- 
ponents. It describes practical requirements for as- 
sessing the capability of the measuring system, and 
hence the level of accuracy of measurement of the 
system, or for assisting in developing a system 
which will meet a prescribed level of accuracy. 



2 Definitions 

For the purposes of this part of ISO 91 10, the follow- 
ing definitions apply. 

2.1 calibration: A set of operations which establish, 
under specified conditions, the relationship between 
values indicated by a measuring instrument or 
measuring system and the corresponding values in- 
dicated by a reference standard. 

2.2 measuring instrument: A device intended to 
maf<e a measurement, alone or in conjunction with 
other equipment. 

2.3 measuring system: A complete set of measur- 
ing instruments and other equipment assembled to 
carry out a specified measurement task. 

2.4 measurement: The set of operations for deter- 
mining the value of a quantity. 

2.5 random uncertainty; random error: An error 
which varies in an unpredictable manner in absolute 
value and sign when a large number of measure- 



ments of the same value of a quantity are made un- 
der effectively identical conditions. 

2.6 reference standard: An instrument of the high- 
est metrological quality available at a given location 
which is used to calibrate a working instrument of 
the same broad type. 

2.7 re|>eatability of measurements: The closeness 
of agreement between the results of successive 
measurements of the same quantity carried out by 
the same method, by the same observer, with the 
same measuring instruments, in the same labora- 
tory, over quite short intervals of time. 

2.8 static conditions: Conditions under which the 
parameter does not vary with time. 

2.9 steady-state conditions: Conditions under which 
the mean of a variable does not change with time 
and the variation of an instantaneous value of that 
variable is cyclic and can be described by a simple 
mathematical expression. 

2.10 systematic uncertainty; systematic error: An 

error which. In the course of a number of measure- 
ments, made under the same conditions, of the 
same value of a given quantity, either remains con- 
stant in absolute value and sign, or varies according 
to a definite law when the conditions change. 

3 Classes of accuracy 
3.1 General 

3.1.1 The uncertainty of measurement which can 
be tolerated in a fluid power test depends on the 
anticipated use of the data obtained. The result of a 
measurement may be a direct measure of the per- 
formance of the component, for example the press- 
ure maintained by a regulating valve. In such a case. 
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the allowable uncertainly is directly related to the 
degree of discrimination desired from the test. If the 
variable is an input to a calculated performance 
parameter, such as flow, being used in the calcu- 
lation for overall efficiency of a hydraulic pump, the 
allowable uncertainty may be much less in order to 
maintain reasonable limits on the accuracy of the 
resulting calculation. If the variable is a test condi- 
tion, such as Ihe fluid temperature for conducting a 
motor performance test, the allowable variation may 
be quite large compared to the two circumstances 
mentioned above. The overall objective of the test 
should be considered in setting the permissible lim- 
its of uncertainty. If the test is required to discrimi- 
nate between two minor changes in design, the 
allowed uncertainty may be quite small. If the test is 
intended only to determine whether or not a com- 
ponent has failed in service, the allowable uncer- 
tainty may be of the order of 10 % or more. 



3.1.2 In order to accommodate the various needs 
of the test user, each of the International Standards 
describing unified testing methods, given In 
annex A, contains a table of permissible uncertain- 
ties for three measurement classes. 

Class A is the most restrictive and is intended for 
those cases where the utmost discrimination be- 
tween calculated parameters is required. Equipment 
capabilities and technical expertise required to per- 
form class A measurements are generally found 
only in the most sophisticated laboratories. 

Class B limits are Intended to cover the measure- 
ment requirements for quality assurance testing by 
component suppliers and component selection 
evaluation by users. Class B measurements are 
within the capabilities of most fluid power testing 
laboratories. 

Class C uncertainty limits could be achieved by us- 
ers with little expertise in fluid power measurements 
using standard instrumentation. Such measure- 
ments are pnmanly intended to discnmlnate be- 
tween functioning hydraulic components and those 
which have failed or were improperly manufactured. 



3.2 Determination of uncertainty limits 

The limits of uncertainty for determining the class 
of measurements are given by adding the com- 
ponent systematic uncertainties of the measuring 
system to the total random uncertainty. The total 
random uncertainty Is the root mean square of the 
component random uncertainties of the system. 



4 Classification of uncertainties 



4.1 The component uncertainties of a measuring 
system may be associated with an individual el- 
ement of a measuring system or with the system as 
a whole. Generally, lower uncertainties can be ob- 
tained by calibrating and evaluating the system as 
a whole. 



4.2 Fixed errors such as a known deviation from 
the true value observed during calibration should be 
eliminated by adjusting the instrument or by mod- 
ifying the results. If this is not possible, the error 
should be taken as the systematic error of the 
maximum value. For example, if the comparison of 
a pressure gauge with a standard reveals a 4 % 
deviation at the mid-range and 2 % at the end 
points, and if the information from the gauge is to 
be used without correction, then the gauge should 
be considered to contain a systematic uncertainty 
of 4%. 



4.3 Some errors are the result of a physical re- 
lationship with another variable (i.e. a secondary 
variable) and may be quantified through a known 
mathematical function of the independent variable. 
The effect of temperature on the output of a pressure 
transducer is an example of such an effect. Such 
errors may introduce either a systematic or random 
uncertainty component. If the error is neglected, as 
might be the case for a temperature effect over a 
narrow range of temperatures, the maximum uncer- 
tainty which could exist within the allowable range 
of the secondary variable shall be added as a- sys- 
tematic error. If a correction for the effect Is used, 
then a random error component of the extent of the 
uncertainty of the measurement of the secondary 
variable shall be Introduced. 



4.4 All uncertainties which are known to exist In a 
higher level calibration standard should be regarded 
as systematic errors of the measurement being 
evaluated. 



4.5 The measurement uncertainty due to repeat- 
ability (r) is regarded as a random error. In deter- 
mining the uncertainty of an individual 
measurement, the full value of the repeatability un- 
certainty of the measurement system established in 
accordance with 5.1,2 should be used. If n readings 
are averaged to determine the measured value, the 
uncertainty due to repeatability is given by 



r = 



7^ 



where e is the repeatability uncertainty determined 
in accordance with 5.1.2. 



IS 15181 ( Part 1 ) : 2002 
ISO 9110-1 : 1990 



5 Assessment of uncertainties 
5.1 Calibration 

5.1.1 Calibration shall be carried out in accordance 
with the methods prescribed for each type of 
measuring system. Generally, this will consist of 
using the measuring system to measure an input 
stimulus of known (accepted) value, or of comparing 
with a reference standard with the calibration error 
at that point being taken as the average value of a 
least five repealed applications of the same nominal 
stimulus. 

Calibration checks shall be made at several points 
within the range of interest as prescribed for each 
type of measurement system. 

5.1.2 At each calibration point, the sample stan- 
dard deviation at they*^ stimulus level, Sj, of the ob- 
served measurements shall be calculated using 




where 

X 



is the observed value of the / iteration; 
is the mean of the observed values. 



The largest of the standard deviations thus obtained 
shall be considered the repeatability uncertainty (e) 
of the measuring system. 

5.2 Partial calibration 

5.2.1 Economic considerations and physical limi- 
tations may not allow calibration to be carried out 
at the number of points required by 5.1. In such 
cases, a partial calibration should be made, using 
the same basic techniques applied at a reduced 
number of points. 



5.2.2 Knowledge of the measuring instrument 
characteristics and previous calibration results 
should be used to select the most appropriate cali- 
bration points but the end points of the range to be 
employed in actual measurements should be in- 
cluded. 

5.3 Frequency of calibration 

5.3.1 The interval between calibrations should be 
based on the class of measurement to be carried out 
and the stability of the instrumentation system. Be- 
tween calibrations, the uncertainty associated with 
calibration error should be the greater of the uncer- 
tainties calculated from the two calibrations. If the 
uncertainty thus obtained is not within the applicable 
limit, then the interval to the next calibration should 
be halved and continued to be halved until such time 
as successive calibrations do fall within the limit. If 
this cannot be achieved within class C limits, the 
measuring system should be discarded. 

5.3.2 For class A measurements, calibration should 
be carried out before each test set-up, or every 
48 h of continuous usage, or if damage, abuse or 
calibration shift is suspected. 

For class B measurements, the interval between 
calibrations should be no greater than one year and 
the Interval between partial calibration not more 
than one month. 

For class C measurements, partial calibration is re- 
quired at least once a year. 

Should the interval between uses of the measuring 
system exceed the required calibration interval, 
then partial calibration should be carried out after 
each usage. 
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